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Hepatocellular carcinoma (HCC) continues to be the most prevalent primary liver ma-
lignancy and is the third leading cause of cancer-related deaths worldwide (1–3). Ac-
cording to the 2018 European Association for the Study of the Liver clinical practice 

guidelines (4), ablation is the standard of care for patients with very early stage HCC (Bar-
celona clinic liver cancer staging system, BCLC-0), and can be adopted as first-line therapy 
even in surgical patients. Additionally, thermal ablation in single tumors sized 2 to 3 cm is 
an alternative to surgical resection based on tumor location and patient condition (4). Base-
line impedance of radiofrequency ablation (RFA) is measured with a single monopolar elec-
trode before ablation automatically (5). The impedance-controlled mode is generated with 
an initial set value, which can be adjusted by means of a radiofrequency (RF) output control 
(5). The first roll-off occurs when the impedance is increased 60% over the initial value (5). 
Hence, low baseline impedance suggests a short first roll-off time, which is expected to 
eventually reduce the entire ablation time (6). The aim of this study was to evaluate factors 
that significantly affect baseline impedance during RFA.

Methods
Patients and diagnosis

This retrospective study was approved by our Institutional Review Board (2018-04-017-
008), and the requirement for informed consent was waived. We enrolled patients from 

PURPOSE 
We aimed to evaluate factors that affect baseline impedance of percutaneous radiofrequency 
ablation.

METHODS
In this retrospective study, we analyzed 51 patients with 55 hepatic tumors from November 
2015 until April 2018. We measured the baseline impedance nine times with three adjust-
able tip sizes (2 cm, 2.5 cm, 3 cm) and three different pad locations (two pads attached on 
the thigh, four on the thigh, two on the back). The first roll-off time was measured with two 
grounding pads attached on the back. Body mass index, cirrhotic or non-cirrhotic liver pa-
renchyma, previous procedure, tumor location, artificial ascites, active tip size, and the pad 
location were evaluated as potential factors affecting baseline impedance using the Mann–
Whitney U test, t-test and analysis of variance test.

RESULTS
Complete radiofrequency ablation was achieved in 51 patients. Body mass index (p = 0.897), 
cirrhotic or non-cirrhotic liver parenchyma (p = 0.767), previous procedure (p = 0.957), tumor 
location (p = 0.906), and artificial ascites (p = 0.882) did not significantly affect baseline im-
pedance. Grounding pads located on the back showed the lowest baseline impedance (p < 
0.001). Increase in active tip size showed gradual decrease in baseline impedance (p = 0.016).

CONCLUSION
The factors affecting baseline impedance were the pad location and the tip size. Positioning 
pads on the back lowers the baseline impedance and can shorten the first roll-off time, ulti-
mately resulting in reduced total ablation time.
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November 2015 to April 2018 who were 
diagnosed with hepatic tumor at our in-
stitute. Before RFA, all patients underwent 
contrast-enhanced computed tomography 
(CT) or magnetic resonance imaging (MRI) 
for tumor staging. All patients underwent 
quadruple-phase multidetector CT includ-
ing the unenhanced, arterial, portal venous, 
and equilibrium phases with a 320-slice Aq-
uilion Prime CT scanner (Canon Medical Sys-
tems Corporation). CT scans were obtained 
in the craniocaudal direction after an injec-
tion of 120 cc of iomeprol-400 (Iomeron®, 
Bracco U.K. Ltd.) at a rate of 3 mL/s using 
an automatic power injector. Arterial phase 
imaging was performed 19 s after achieving 
100 HU attenuation of the descending aor-
ta measured using a bolus tracking meth-
od. A 33 s delay after the arterial phase was 
used for portal venous phase acquisition. 
The delay time was 180 s for equilibrium 
phase imaging following administration 
of a contrast medium. Abdominal MRI was 
performed on a 1.5  T system (Magnetom 
Avanto and Aera, Siemens Healthcare) with 
a routine protocol including the following 
sequences: coronal and axial T2-weight-
ed, axial fat-saturated T2-weighted, axial 
T1-weighted Dixon (in-phase, opposed 
phase, water-weighted, and fat-weighted 
images), diffusion-weighted imaging, unen-
hanced and contrast-enhanced multiphase 
coronal, and axial T1-weighted sequences. 
The parameters of T1-weighted sequences 
were kept identical within each examina-
tion. Gadoxetic acid (Primovist®, Bayer) at 
a dose of 0.05 mmol/kg was administered 
intravenously (IV) by means of a power-in-
jected bolus at 2 mL/s followed by a bolus 
of 20 mL of saline flush at the same rate. 
After IV administration of contrast agent, 

a bolus-tracking technique was used to 
capture the late hepatic arterial phase, fol-
lowed by two other acquisitions performed 
at 70 and 180 s after administration of the 
contrast agent.

Inclusion criteria were as follows: (i) single 
hepatic tumor less than 2 cm; (ii) the tumor 
could be treated by single ablation with-
out overlapping. A total of 55 patients met 
the above criteria and were enrolled in this 
study. However, 4 patients were excluded 
due to failure in measuring baseline imped-
ance. Among the remaining 51 patients, 16 
patients with 18 hepatic tumors had previ-
ous transarterial chemoembolization, and 
11 patients with 12 hepatic tumors had 
previous RFA between the index tumor and 
grounding pad. Four patients with 6 hepat-
ic tumors underwent ablation of hepatic 
metastasis from colorectal cancer. As a re-
sult, 51 patients were enrolled, and a total 
of 55 tumors were treated since 4 patients 
were treated for two different tumors at the 
same time (Fig. 1).

Equipment
Conventional 15 G (Proteus®; STARmed) 

monopolar electrodes were used with 2, 
2.5, and 3 cm adjustable active tips with 
a 200 W radiofrequency generator (VIVA 
RF generator; STARmed). Initial baseline 
impedance was detected when a 150  mA 
current was applied between the electrode 
and grounding pad before ablation. The 
impedance-controlled mode is generated 

with an initial set value, which can be ad-
justed by means of a RF output control. The 
first roll-off occurs when the impedance is 
increased 60% over the initial value. The 
electrodes were cooled internally by deliv-
ering chilled saline with a peristaltic pump 
(VIVA pump; STARmed).

Ablation procedures
Before the ablation, we performed IV 

infusion of pethidine HCl (pethidine hy-
drochloride 50 mg/mL) with 50 mL of sa-
line. After confirming the index tumor by 
sonography, we injected 2% lidocaine to 
the puncture site. By the time the 15 G elec-
trode was placed into the index tumor, we 
measured the baseline impedance a total 
of 9 times with a combination of 3 differ-
ent adjustable active tip sizes (2 cm, 2.5 cm, 
and 3 cm) and three pad locations (T2, two 
pads attached to the thigh; T4, four pads at-
tached to the thigh; B2, two pads attached 
to the back). The pad consists of an electri-
cal conductor coated by polymer gel (Fig. 
2) (7). The ablation was performed at the 
grounding pad location with the lowest 
baseline impedance.

Depending on the tumor’s location es-
timated by contrast-enhanced CT or MRI, 
we induced artificial ascites (5% dextrose in 
water) optionally for better visibility and pre-
vention of collateral thermal injury (8). We set 
the RF generator at the auto impedance-con-
trolled mode and started the electric current 
at 50 W. The current was increased stepwise 

Main points

• Baseline impedance of radiofrequency abla-
tion (RFA) with single monopolar electrode is 
measured before the ablation automatically, 
and the first roll-off occurs when the imped-
ance is increased 60% more than baseline.

• Factors significantly affecting baseline im-
pedance during RFA were the location of the 
grounding pad (p < 0.001) and active tip size 
of the electrode (p = 0.016).

• Positioning grounding pads on the back, in-
stead of conventional thigh position, lowers 
baseline impedance and can shorten first 
roll-off time, ultimately resulting in reduced 
total ablation time.

Figure 1. Flowchart depicting patient selection and study design.

Potentially eligible participants

55 patients

Primary HCC of 47 patients (49 
tumors)

Initial treatment, 20 patients
Previous TACE, 16 patients
Previous RFA, 11 patients

Colon cancer metastasis

4 patients (6 tumors)

Excluded 4 patients: failure to
measure the baseline impedance

Eligible 51 patients



by 10 W per minute until the first roll-off time 
occurred, which was measured while two 
grounding pads were attached to the back 
(B2). We performed ablation until the echo-
genic ablation zone completely covered the 
index tumor with safe margins (Figs. 3 and 4). 
The ablation was performed by a radiologist 
who had 15 years of experience.

Analysis of potential factors affecting 
baseline impedance

Factors that may potentially affect 
baseline impedance were analyzed in 
categorical groups as follows: body mass 
index (BMI, 18.5–24.9 kg/m2, ≥25 kg/m2), 
cirrhotic or non-cirrhotic parenchyma of 
underlying liver (HCC vs. metastasis from 
colorectal cancer), chemoembolization or 
ablation procedure for previous hepatic 
tumor between the index tumor and the 
grounding pads (no vs. yes), tumor loca-
tion (S8, segment 8; S6, segment 6), induc-
tion of artificial ascites (no vs. yes), active 
tip size (2 cm, 2.5 cm, 3 cm), and pad lo-
cation (2 pads on thigh, 4 pads on thigh, 2 
pads on back). We evaluated the difference 
in baseline impedance between groups 
for each individual factor; if no significant 
difference was seen, that factor would be 
considered not to influence baseline im-
pedance and would be excluded from the 
following analyses.
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Figure 2. a–e. Panels (a, b) show 
ultrasonography-guided radiofrequency 
ablation for hepatic tumor and position of pads. 
Panel (c) shows two pads are attached on the 
anterior portion of the thigh, panel (d), two pads 
attached on the posterior aspect of the thigh, 
and panel (e), two pads on the back.

d

a

e

b c

Table 1. Demographics and clinical characteristics of patients who received RFA

Clinical characteristics
Median or number of patients or number 
of tumors

Age (years), median (min–max) 65 (45–84)

Gender, n (%)

Male 40 (78.4)

Female 11 (21.6)

Tumor diameter (cm), median (min–max) 1.5 (1.1–1.9)

BMI, n (%)

18.5–24.9 kg/m2 34 (67)

≥ 25 kg/m2 17 (33)

Tumor location (hepatic segment), n*

S3 4

S5 5

S6 19

S7 5

S8 22

Colon cancer with hepatic metastasis, n (%)* 6 (11.8)

Ablating with artificial ascites, n (%)* 25 (49.0)

Mean first roll-off time

2 cm active tip (E2) 1 min 3 s ± 21.88 s

2.5 cm active tip (E2.5) 1 min 19 s ± 44.71 s

3 cm active tip (E3) 3 min 16 s ± 31.24 s

Mean total ablation time with B2 6 min 52 s ± 2 min 14 s

RFA, radiofrequency ablation; BMI, body mass index; B2, two grounding pads on the back.
*n represents the number of tumors. 
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Statistical analysis
Continuous variables with non-normal 

distribution were expressed as median 
(min–max). Continuous variables with nor-
mal distribution were expressed as mean 
± standard deviation (SD). The Kolmogor-
ov–Smirnov test and Shapiro–Wilk test were 

applied to assess the normality of distribu-
tion. Between-group differences in non-nor-
mally distributed continuous variables were 
tested using the Mann–Whitney U test, 
while for normally distributed variables, the 
two-sample t-test and one-way analysis of 
variance (ANOVA) test were used. Since sam-

ple sizes were different in some cases, the 
Spjotvoll–Stoline test (Tukey’s honest sig-
nificant difference, HSD, for unequal N test; 
α = 0.05) (SS test) was applied in post hoc 
comparisons. All statistical analyses were 
performed using SPSS version 18.0 (SPSS, 
Inc.). All significance tests were two-tailed, 

Figure 3. a–f. A 65-year-old man with 1.2 cm sized HCC in segment 8 (S8) of liver. Gd-EOB-DTPA 
enhanced MRI images (a, b) show an arterial hypervascular nodule in S8 with defect in hepatobiliary 
phase. Ablation ultrasonography image (c) shows a peripheral hypoechoic nodule with a 15 G 
electrode with 2.5 cm active tip, placing pads on the back. Post-ablation ultrasonography image (d) 
shows ovoid lesion with peripheral hyperechoic rim. In panel (e), baseline impedance was detected 
in the back portion as 45 Ω and the first roll-time occurred in 110 s. CT image (f) at one-month follow-
up shows nonenhancing hypodense area (largest diameter, 3.2×2.2 cm), which indicates complete 
ablation.
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and differences with a p value less than 0.05 
were considered statistically significant.

Results
The patient group included 40 males and 

11 females aged 45–84 years (median, 65 
years). The median tumor size was 1.5 cm 
(range, 1.1–1.9 cm). The BMI of 34 patients 
was between 18.5 and 24.9 kg/m2, while BMI 

of the remaining 17 patients was ≥25 kg/m2. 
Four nodules were located in hepatic seg-
ment 3 (S3), 5 were located in S5, 19 nodules 
were located in S6, 5 nodules were located in 
S7, and 22 nodules were located in S8. Nod-
ules located in S4 closely abutting the hepatic 
vein were incorporated into S8 or S5 groups.

There were 6 hepatic metastases from col-
orectal cancer. Ablation of 25 tumors was per-

formed with artificial ascites. The mean first 
roll-off time when placing the pads on the 
back was 1 min 3 s using the 2 cm active tip, 1 
min 19 s for the 2.5 cm active tip, and 3 min 16 s 
for the 3 cm active tip. The mean total ablation 
time when placing the pads on the back was 6 
min 52 s. These results are detailed in Table 1.

The baseline impedance results accord-
ing to patients’ demographics and proce-
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Figure 4. a–f. A 59-year-old man with 2 cm sized HCC in segment 6 (S6) of liver. Gd-EOB-DTPA 
enhanced MRI images (a, b) show an arterial hypervascular nodule in S6 with defect in hepatobiliary 
phase. Ablation ultrasonography image (c) shows a peripheral hypoechoic nodule with a 15 G 
electrode with 3 cm active tip, placing pads on the back. Post-ablation ultrasonography image (d) 
shows ovoid lesion with peripheral hyperechoic rim. In panel (e), baseline impedance was detected 
in the back portion as 37 Ω and the first roll-time occurred in 175 s. CT image (f) at one-month follow-
up shows nonenhancing hypodense area (largest diameter, 3.5×2.2 cm), which indicates complete 
ablation.
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dural parameters are shown in Table 2. All 
procedures showed immediate full techni-
cal success. Contrast-enhanced CT or MRI 
one month after RFA showed 100% clinical 
success. No complications were observed, 
and there was no local recurrence at 2-year 
follow-up.

Patients with BMI >25 kg/m2 had lower 
baseline impedance, except when mea-
sured with two pads on the back using 2.5 
cm active tip and with two pads on the 
thigh using 3 cm active tip. However, the 
difference was not statistically significant.

Patients with noncirrhotic liver parenchy-
ma had higher baseline impedance com-
pared with cirrhotic patients; however, the 
difference was not statistically significant. 
There was also no significant difference 
between patients with and without chemo-
embolization or RFA of previous hepatic 
tumor between the index tumor and the 
grounding pad.

In terms of tumor location, S8 tumors 
had lower baseline impedance compared 
to S6 except when measured with two pads 

on the thigh using 2.5 cm and 3 cm active 
tips, and with two pads on the back using 3 
cm active tip. However, none of the above 
differences was statistically significant; the 
same was observed for the difference be-
tween patients with and without artificial-
ly infused ascites. As for the three active 
tip size groups, the lowest impedance was 
observed for 3 cm active tip. The baseline 
impedance showed a gradual decrease 
with increasing tip size, which were all sta-
tistically significant at each pad position 
(p = 0.016).

Among the three different ground-
ing pad locations, two pads on the back 
showed the lowest baseline impedance. 
Therefore, the first roll-off time was mea-
sured with two grounding pads attached 
to the back and all ablations were per-
formed with this pad location. Baseline 
impedance with two pads on the back 
was significantly lower compared with ei-
ther two pads on the thigh and four pads 
on the thigh (p  <  0.001, both). However, 
placing two or four pads on the thigh did 

not change the baseline impedance sig-
nificantly (p = 0.363).

Discussion
The differences in baseline impedance 

may help determine optimal procedural 
settings. Some factors showed different 
trends than expected but the differences 
were not statistically significant.

Patients with higher BMI tended to have 
lower baseline impedance in most cases. 
This was contrary to our expectation since 
fatty tissue is known to be a poor conduc-
tor of electric current (9). We believe that 
our observation may be biased by the small 
sample size. The group with hepatic me-
tastasis and non-cirrhotic parenchyma had 
higher baseline impedance than the cir-
rhosis group. We suggest that the cirrhotic 
group’s decreased hepatic volume resulted 
in shorter distances between tumors and 
grounding pads. Lipiodol-laden transarte-
rial chemoembolization or previously RF 
ablated lesions of previous hepatic tumor 
between the index tumor and the ground-
ing pads did not show a significant baseline 
impedance difference. In terms of tumor 
location when using the four pads on the 
thigh configuration, the baseline imped-
ance measured in S6 was higher compared 
with S8 regardless of tip size. These results 
are contrary to our expectations that the 
shorter distance between tumor and pads 
in S6 would lead to a lower baseline imped-
ance. The increased number of pads may 
have caused the current receiving channel 
to widen, offsetting the effect of distance. 
With two grounding pads located on the 
back, the baseline impedance measured at 
S6 was higher except when using the 3 cm 
active tip. This result is also contrary to our 
expectations because the shorter distance 
between the tumor and pads in S6 should 
have led to a lower baseline impedance. 
We suggest that this was because the dis-
tance between the tumor and the back 
pads was not significantly different. How-
ever, all these trends were not statistically 
significant. The artificial ascites group (5% 
dextrose in water) showed higher baseline 
impedance, which can be explained by the 
nonionic nature of the dextrose water solu-
tion (10, 11).

As the tip size increase, the baseline im-
pedance showed a gradual decrease which 
was statistically significant. This was prob-
ably due to the increase in electric current 
with the increasing tip size. In general, the 

Table 2. Demographics and clinical characteristics of patients who received RFA

Clinical characteristics
Median or number of patients or number 
of tumors

Age (years), median (min–max) 65 (45–84)

Gender, n (%)

Male 40 (78.4)

Female 11 (21.6)

Tumor diameter (cm), median (min–max) 1.5 (1.1–1.9)

BMI, n (%)

18.5–24.9 kg/m2 34 (67)

≥ 25 kg/m2 17 (33)

Tumor location (hepatic segment), n*

S3 4

S5 5

S6 19

S7 5

S8 22

Colon cancer with hepatic metastasis, n (%)* 6 (11.8)

Ablating with artificial ascites, n (%)* 25 (49.0)

Mean first roll-off time

2 cm active tip (E2) 1 min 3 s ± 21.88 s

2.5 cm active tip (E2.5) 1 min 19 s ± 44.71 s

3 cm active tip (E3) 3 min 16 s ± 31.24 s

Mean total ablation time with B2 6 min 52 s ± 2 min 14 s

RFA, radiofrequency ablation; BMI, body mass index; B2, two grounding pads on the back.
*n represents the number of tumors. 



factor that determines active tip length 
is the index tumor size including the safe 
margins.

The baseline impedance was significant-
ly lower with two grounding pads on the 
back by 25% compared with conventional 
position (mean impedance was 64.59 Ω 
with four pads on the thigh, 48.34 Ω with 
two pads on the back). This may be due to 

the shorter path between the index tumor 
and the pads. The mean first roll-off times 
with two pads on the back were 1 min 3 s 
using 2 cm tip, 1 min 19 s using 2.5 cm tip, 
and 3 min 16 s using 3 cm tip; these times 
are shorter than the conventional approx-
imate first roll-off times with four pads on 
the thigh of about 3 min using 2 cm tip, 
about 4 min using 2.5 cm tip, and about 

5 min using 3 cm tip (12), even though 
these data were not statistically compared. 
The mean total ablation time was 6 min 
52 s with the pads located on the back, 
which was approximately 43% shorter 
than the conventional ablation time of 
approximately 12 min (12), although not 
statistically compared. Our result is con-
sistent with the results of a previous study 
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Table 3. Baseline impedance according to patient demographics and procedure condition

Size of active tip

E2 E2.5 E3

Baseline impedance 
according to BMI 

18.5–24.9 
(n=5, 62.5%)

≥25  
(n=3, 37.5%) p

18.5–24.9  
(n=6, 66.7%)

≥25  
(n=3, 33.3%) p

18.5–24.9  
(n=6, 66.7%)

≥25  
(n=3, 33.3%) p

T2 76.60 73.67 1 68.17 67 0.897 63.67 65.67 0.604

T4 74.60 69.33 0.786 68.67 63.67 0.437 64.67 59.67 0.437

B2 57 55.33 0.786 50 50.33 1 45.67 45.67 1

Baseline impedance 
according to cirrhotic vs. 
non-cirrhotic parenchyma of 
underlying liver

HCC  
(n=3, 60%)

Meta  
(n=2, 40%)

p HCC  
(n=4, 66.7%)

Meta  
(n=2, 33.3%)

p HCC  
(n=2, 40%)

Meta  
(n=3, 60%)

p

T2 68.33 78.50 0.248 67 73.50 0.348 62 69 0.564

T4 70.33 71.50 0.767 63.50 66.50 0.481 52 62 0.083

B2 51.67 54 0.564 48.50 49.50 0.634 44.50 45.33 1

Baseline impedance  
according to TACE or RFA 
lesion for previous hepatic 
tumor  between index tumor 
and grounding pads

No  
(n=18, 72%)

Yes  
(n=7, 28%)

p No  
(n=21, 70%)

Yes  
(n=9, 30%)

p No  
(n=20, 76.9%)

Yes  
(n=6, 23.1%)

p

T2 74.44 70.29 0.250 67.76 65.44 0.226 63.25 57.33 0.175

T4 71.22 73.71 0.957 65.14 66.89 0.609 59.60 61 0.737

B2 54.44 54.86 0.921 48.86 49 0.639 44.50 42.67 0.681

Baseline impedance accord-
ing to tumor location

S8  
(n=5, 33.3%)

S6  
(n=10, 66.7%)

p S8  
(n=6, 35.3%)

S6  
(n=11, 64.7%)

p S8  
(n=5, 27.8%)

S6  
(n=13, 72.2%)

p

T2 72.40 74.60 0.572 69.17 67 0.906 66.20 62.77 0.671

T4 70.80 70.90 0.902 64.50 66 0.706 58 60.85 0.260

B2 52.60 55.40 0.357 48.83 49.27 0.866 45 44.46 0.143

Baseline impedance  
according to artificial ascites

No  
(n=26, 51%)

Yes  
(n=25, 49%)

p No  
(n=21, 41.2%)

Yes  
(n=30, 58.8%)

p No  
(n=20, 43.5%)

Yes  
(n=26, 56.5%)

p

T2 71.65 73.28 0.560 66.62 67.07 0.882 60.45 61.88 0.612

T4 67.96 71.92 0.087 63.38 65.67 0.271 58.10 59.92 0.388

B2 52.11 54.56 0.130 47.33 48.90 0.323 42.65 44.08 0.283

Baseline impedance  
according to active tip size

n=51 p n=51 p n=46 p

T2 72.45 (E2 vs E2.5)  
0.014

66.88 (E2.5 vs. E3) 0.016 61.26 (E2 vs. E3) <0.001

T4 69.90 (E2 vs E2.5) 0.002 64.73 (E2.5 vs. E3) 0.001 59.13 (E2 vs. E3) <0.001

B2 53.31 (E2 vs E2.5) <0.001 48.25 (E2.5 vs. E3) <0.001 43.46 (E2 vs. E3) <0.001

Baseline impedance  
according to grounding 
pads location

n=51 p n=51 p n=46 p

T2 72.45 (T2 vs. T4) 0.255 66.88 (T2 vs. T4) 0.363 61.26 (T2 vs. T4) 0.336

T4 69.90 (T4 vs. B2) <0.001 64.73 (T4 vs. B2) <0.001 59.13 (T4 vs. B2) <0.001

B2 53.31 (T2 vs. B2) <0.001 48.25 (T2 vs. B2) <0.001 43.46 (T2 vs. B2) <0.001

Impedance unit, Ω. 
E2, percutaneous RFA performed with the electrode of 2 cm active tip; E2.5, percutaneous RFA performed with the electrode of 2.5 cm active tip; E3, percutaneous RFA performed with 
the electrode of 3 cm active tip; T2, two grounding pads attached on the thigh; T4, four grounding pads attached on the thigh; B2, two grounding pads attached on the back; BMI, bod-
dy-mass index; HCC, hepatocellular carcinoma; Meta, metastasis; TACE, transarterial chemoembolization; RFA, radiofrequency ablation; S8/S6, hepatic segments 8 and 6.
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conducted by placing pads on the back 
instead of the conventional thigh posi-
tion (6). Therefore, applying the ground 
pad position depending on the operator’s 
choice in the actual procedure is consid-
ered to be advantageous regarding the 
first roll-off time.

The present study had limitations such as 
the possibility of selection bias due to the 
small subset of patients included and the 
retrospective design. Further prospective 
studies about the clinical results of RFA with 
pads attached to the back are needed.

In conclusion, the significant factors af-
fecting baseline impedance were the lo-
cation of the pad and active tip size of the 
electrode. Positioning pads on the back 
lowers baseline impedance and can short-
en first roll-off time, ultimately resulting in 
reduced total ablation time. 

 
Conflict of interest disclosure

The authors declared no conflicts of interest. 

References
1. Torre LA, Bray F, Siegel RL, et al. Global cancer statis-

tics. CA Cancer J Clin 2015; 65:87–108. [Crossref]

2. Bruix J, Reig M, Sherman M. Evidence-based 
diagnosis, staging, and treatment of patients 
with hepatocellular carcinoma. Gastroenterol-
ogy 2016; 150:835–853. [Crossref]

3. Li Z, Zhang K, Lin SM, et al. Radiofrequency 
ablation combined with percutaneous ethanol 
injection for hepatocellular carcinoma: a sys-
tematic review and meta-analysis. Int J Hyper-
thermia 2017; 33:237–246. [Crossref]

4. European Association for the Study of the Liver. 
EASL clinical practice guidelines: management 
of hepatocellular carcinoma. J Hepatol 2018; 
69:182–236. 

5. Okuma T, Matsuoka T, Yamamoto A, et al. Deter-
minants of local progression after computed to-
mography-guided percutaneous radiofrequen-
cy ablation for unresectable lung tumors: 9-year 
experience in a single institution. Cardiovasc 
Intervent Radiol 2010; 33:787–793. [Crossref]

6. Nouso K, Oonishi A, Wakuta A, Kariyama K. 
Modified radiofrequency ablation for the treat-
ment of hepatocellular carcinoma. Hepatol Res 
2016; 46:1158–1161. [Crossref]

7. Haemmerich D, Schutt DJ. Sequential activation 
of multiple grounding pads reduces skin heat-
ing during radiofrequency tumor ablation. Int J 
Hyperthermia 2007; 23:555–566. [Crossref]

8. Minami Y, Kudo M, Kawasaki T, Chung H, Oga-
wa C, Shiozaki H. Percutaneous radiofrequen-
cy ablation guided by contrast-enhanced 
harmonic sonography with artificial pleural 
effusion for hepatocellular carcinoma in the 
hepatic dome. AJR Am J Roentgenol 2004; 
182:1224–1226. [Crossref]

9. Kyle UG, Bosaeus I, De Lorenzo AD, et al. Bio-
electrical impedance analysis—part I: review 
of principles and methods. Clin Nutr 2004; 
23:1226–1243. [Crossref]

10. Rhim H, Lim HK. Radiofrequency ablation for 
hepatocellular carcinoma abutting the dia-
phragm: the value of artificial ascites. Abdom 
Imaging 2009; 34:371–380. [Crossref]

11. Laeseke PF, Sampson LA, Brace CL, Winter TC, 
3rd, Fine JP, Lee FT, Jr. Unintended thermal in-
juries from radiofrequency ablation: protection 
with 5% dextrose in water. AJR Am J Roentge-
nol 2006; 186:S249–254. [Crossref]

12. Rathke H, Hamm B, Guttler F, et al. Compari-
son of four radiofrequency ablation systems at 
two target volumes in an ex vivo bovine liver 
model. Diagn Interv Radiol 2014; 20:251–258. 
[Crossref]

https://doi.org/10.3322/caac.21262
https://doi.org/10.1053/j.gastro.2015.12.041
https://doi.org/10.1080/02656736.2016.1237681
https://doi.org/10.1007/s00270-009-9770-9
https://doi.org/10.1111/hepr.12683
https://doi.org/10.1080/02656730701697778
https://doi.org/10.2214/ajr.182.5.1821224
https://doi.org/10.1016/j.clnu.2004.06.004
https://doi.org/10.1007/s00261-008-9408-4
https://doi.org/10.2214/AJR.04.1240
https://doi.org/10.5152/dir.2013.13157

