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The prevalence of congenital heart disease (CHD) is gradually increasing and is cur-
rently the leading cause of infantile mortality. CHD is documented in approximately 
9 per 1000 live births (1, 2). Multidetector computed tomography (CT) has markedly 

advanced and is widely used for the assessment of infants with complex CHD (3). With this 
increased use, however, radiation exposure has become a major concern in the treatment 
of pediatric CHD patients undergoing CT angiography (CTA) (4). Prospective electrocardio-
gram (ECG)-triggering and a 16 cm z-coverage volume scanning have been shown to be 
efficient techniques for radiation dose reduction and for obtaining good-quality CTA imag-
es in infants who cannot hold their breath (5). Additionally, low-tube voltage scans are also 
effective in coronary CTA as they lower radiation dose and increase vascular enhancement 
by moving the x-ray photon energy closer to the k-absorption edge of iodine (6–9). Howev-
er, low tube voltage scans also increase image noise and decrease image quality.

Recently, a new model-based iterative reconstruction (MBIR) algorithm has been proposed. 
MBIR can be used for two clinical strategies: 1) improving image quality with the same dose of 
radiation exposure, and 2) reducing radiation exposure while maintaining image quality. It has 
been reported that MBIR ameliorates the image quality in pediatric CT (10, 11). In this study, we 
aimed to demonstrate the utility and applicability of MBIR in infants with complex CHD. 

Iterative reconstruction (IR) algorithms reduce image noise; the MBIR technique uses 
both forward and backward projection according to a statistical metric. Images are creat-

PURPOSE 
We investigated the impact of model-based iterative reconstruction (MBIR) on 320-detector row 
computed tomography angiography (CTA) in infants with complex congenital heart disease 
(CHD).

METHODS
Seventy infants with complex CHD who underwent 320-detector row CTA (40 boys and 30 girls; 
age range, 0–22 months; median age, 60 days) were retrospectively evaluated. First, the imag-
es were reconstructed by filtered back projection (FBP), hybrid iterative reconstruction (HIR), or 
MBIR in 20 cases, and variables were compared among the three iterative reconstruction meth-
ods (IR test). Second, the variables were compared between 25 cases scanned using HIR and 25 
cases scanned using MBIR, with a 20 standard deviation noise level for both. Attenuation values 
and contrast-to-noise ratios (CNRs) of the great vessels and heart chambers were calculated. To-
tal dose-length products were recorded for all patients (radiation dose: RD test). 

RESULTS
In the IR test, the mean CNR values were 4.8±1.3 for FBP, 6.9±1.4 for HIR, and 8.2±1.7 for MBIR (p 
< 0.0001). The best subjective image qualities in the great vessels and heart chambers were ob-
tained with MBIR. In RD testing, no significant differences between HIR and MBIR in image quality 
(CNR: HIR, 8.4±2.4; MBIR, 8.3±2.4) were observed. The effective dose was significantly lower for 
MBIR than for HIR (0.7±0.2 vs. 1.1±0.3 mSv; p < 0.001).

CONCLUSION
The MBIR algorithm significantly improved image quality and decreased radiation exposure in 
320-row CTA of infants with complex CHD, providing an alternative to FBP or HIR that is both 
safer and produces better results. 
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ed using the projection data in backward 
projection steps; conversely, the projection 
data are created using the image data in 
forward projection steps. These forward 
and backward projections are repeated un-
til they do not change significantly in sub-
sequent iterations or until the maximum 
number of iterations is reached (12). Hybrid 
IR (HIR) algorithms mostly use only one 
backward projection step, whereas MBIR 
techniques are based on both forward and 
backward projection steps. Thus, HIR can 
achieve image reconstruction more rapid-
ly than MBIR; however, the noise reduction 
is weaker than that with MBIR. One of the 
concerns with the MBIR algorithm, as com-
pared with FBP and HIR, is that it takes a 
lot of time to produce the final images, but 
new computing hardware and algorithmic 
optimization has enabled faster processing, 
thus increasing its applicability in clinical 
practice. Consequently, MBIR is gradually 
gaining acceptance and becoming more 
common worldwide.

The purpose of our study was to investi-
gate 1) the impact of MBIR on prospectively 
ECG-triggered 320-detector row CTA with 
low-tube voltage in infants with complex 
CHD, by comparing MBIR images with HIR 
and filtered back projection (FBP) images, 
and 2) the radiation exposure reduction of 
MBIR compared to that of HIR for the same 
level image quality scan.

Methods
This study was approved by the appro-

priate institutional review board (protocol 
number: 29-289) and written informed 
consent was waived because of the retro-
spective design. A total of 70 consecutive 
infant cases having complex CHD (34 boys; 
age range, 0–22 months) who underwent 
a 320-detector row CTA with prospectively 
ECG-gated volume scan, while breathing 

freely for cardiovascular evaluation, from 
January 2017 to January 2018 were en-
rolled in the study. We defined CHD with 2 
or more different cardiovascular anomalies 
as complex CHD (11). All cardiovascular de-
fects were diagnosed with conventional in-
vasive cardiac angiography and/or surgical 
findings. We performed 2 types of analysis 
(described below) to evaluate the capabil-
ities of MBIR.

Effect of iterative reconstruction on image 
quality using the same raw data set (IR test)

The data from 20 consecutive patients (12 
boys and 8 girls; age range, 0–15 months) 
were reconstructed using FBP, HIR (adaptive 
iterative dose reduction 3D, Canon Medical 
Systems), and MBIR (the forward projected 
model-based iterative reconstruction solu-
tion, Canon Medical Systems), and the im-
age qualities were compared to verify the 
effect of iterative reconstruction among the 
three image data sets. 

Radiation dose comparison between two 
image series using different iterative 
reconstructions (RD test)

We included 25 consecutive patients (12 
boys and 13 girls; age range, 0–21 months) 
who underwent scanning using HIR with 
a 20 standard deviation (SD) noise level 
(thickness, 0.5 mm) (HIR group), and an-
other 25 consecutive patients (16 boys 
and 9 girls; age range, 0–22 months) who 
underwent scanning using MBIR with the 
same noise level settings (MBIR group). We 
evaluated image quality and radiation dose 
to verify the effect of MBIR on radiation ex-
posure. 

320-row CTA protocol 
All patients underwent CTA with a sec-

ond-generation 320-detector row CT (Aq-
uilion ONE ViSION edition, Canon Medical 
Systems), which has a z-axis coverage of 
160 mm and rotates in 0.275 s. Patients un-
derwent volume scanning CTA using a pro-
spective ECG-gating while breathing freely. 
Tube voltage was 80 kVp in every case. The 
45% phase of the R–R interval was used for 
data acquisition. Intravenous thiamylal was 
used for sedation under cardiorespiratory 
monitoring. The contrast agent (Iopamiron 
300 mg I/mL, Bayer) was administered into 
a peripheral vein using a dual injector at a 
rate of 0.033 mL/kg/s for 60 s, followed by 
a saline chaser at the same rate (0.0033 mL/
kg/s) for 20 s. The data was acquired at 80 
s. The scan range was changed from 10 cm 
to 16 cm, based on patient body size and 
area to be assessed, with the whole chest 
being scanned. However, the scan range 
was expanded to the infrahepatic area if 
inferior vena cava drainage abnormality 
or heterotaxy was suspected. The system 
we used allows setting the noise level for 
automatic tube current modulation under 
provided image reconstruction mode. The 
automatic exposure control coordinated 
the tube current to set the 20 SD noise lev-
el in the 0.5 mm thickness with the use of 
HIR in the HIR group. The noise level of 20 
SD in the thickness of 0.5 mm with the use 
of MBIR was applied in MBIR patients. The 
scan parameters are shown in Table 1. The 
estimated effective radiation dose was cal-
culated using the conversion coefficients of 
the chest, based on patient age and dose-
length product (13, 14). Size-specific dose 

Main points

• The model-based iterative reconstruction 
algorithm yields significantly improved CT 
attenuation and contrast-to-noise ratio, and 
better subjective image quality. 

• The model-based iterative reconstruction 
algorithm significantly reduces radiation ex-
posure while maintaining image quality.

• Free-breathing, prospective ECG-triggered 
320-row CT angiography with less than 1 
mSv of radiation exposure is feasible in in-
fants with complex congenital heart disease.

Table 1. Scan protocols

IR test

RD test

HIR group MBIR group

Tube voltage (kVp) 80

Tube current (mAs) 18–48 21–77 18–50

Gantry rotation time (s) 0.275

Collimation (mm) 0.5×320

Scan mode Volume scan

Z-axis scan range (cm) 10–16

Predetermined SD level 20

Slice thickness (mm) 0.5

Iterative reconstruction MBIR HIR MBIR

IR, iterative reconstruction; RD, radiation dose; HIR, hybrid iterative reconstruction; MBIR, model-based iterative 
reconstruction; SD, standard deviation.



estimates (SSDEs) were calculated by mul-
tiplying the CT dose index and conversion 
factor (mGy). Transverse CT images were 
used to measure anterior-posterior and lat-
eral diameters at the level of the aortic valve 
(11), and the conversion factors were select-
ed in accordance with the guidelines of the 
AAPM task group 204 (15).

CT image reconstruction
HIR has 4 levels of noise reduction (strong, 

standard, mild, and weak), while MBIR has 
3 levels (cardiac strong, cardiac standard, 
and cardiac mild) (10). The standard mode 
was used in HIR images, and the cardiac 
standard mode was used in MBIR images. 
CT data were reconstructed with a 0.5 mm 
slice interval and 0.5 mm slice thickness. We 
applied the FC04 kernel for HIR.

Quantitative image quality analysis
All measurements, including the mean 

CT attenuation of the ascending aorta, the 

descending aorta, the superior vena cava, 
the inferior vena cava, the pulmonary trunk, 
the pulmonary veins, the right atrium, the 
right ventricle, the left atrium, and the left 
ventricle were conducted in transverse im-
ages by a radiologist who had 8 years of 
cardiac CT experience. An ellipsoid region 
of interest (ROI) was set in each structure of 
interest. The size of each ROI was chosen to 
be as large as possible and not to approach 
the edges of structures. CT contrast was de-
fined as the difference between the mean 
CT attenuation value of the cavity or vessel 
lumen, and the mean CT attenuation value 
of the pectoral muscle. Image noise was de-
fined as the SD of the CT attenuation value 
in a single ROI of the same structure. Lastly, 
the contrast-to-noise ratio (CNR) was calcu-
lated as the ratio of CT contrast and square 
root of (SD12 + SD22), where SD1 is the SD of 
the cavity or vessel lumen and SD2 is the SD 
of the pectoral muscle. The measurements 
among the three different reconstructions 

were compared in the MBIR test, and be-
tween the HIR group and MBIR group in the 
RD test.

Qualitative image quality analysis
Overall image quality was assessed 

quantitatively by two board-certified ra-
diologists who had over 10 years of cardi-
ac radiology experience. Both radiologists 
were blinded to the reconstructions used. 
The evaluations used the following 5-point 
rubric (16): 5, excellent, all anatomies are 
clearly observed; 4, good, all structures are 
interpretable; 3, moderate, the anatomical 
relationships can be recognized with rel-
ative confidence; 2, fair, some anatomical 
structures are incompletely demonstrated; 
1, poor, no relevant information.

In case of disagreement in assessment, 
a consensus was reached between the ob-
servers. Arrangement of window width and 
level was permitted.

Radiation dose evaluation
The estimated effective dose and SSDEs 

were evaluated. The effective dose was de-
fined as the result of the dose-length prod-
uct multiplied by the conversion factor (17, 
18). The 16 cm CT dose index phantom was 
applied. Different conversion coefficients 
were applied in accordance with the pa-
tient age: 0.039 mSv/[mGy.cm] for patients 
under 4 months; 0.026 mSv/[mGy.cm] for 
patients 4 months to 1 year old; 0.018 mSv/
[mGy.cm] for patients 1 year to 2 years old, 
following previous reports (4, 13, 16). SSDEs 
were calculated using axial CT images. Lat-
eral and anterior-posterior diameters of the 
chest were measured. In each case, the con-
version factors were applied in accordance 
with the sum of these diameters using the 
AAPM task group 204 report (15).

Statistical analysis
Statistical analyses were conducted using 

JMP statistical software (version 14.2.0; SAS 
Institute). Numerical data are expressed as 
mean±SD. The Shapiro-Wilk test was used 
to assess normality distribution. When the 
variables were normally distributed, a one-
way analysis of variance (ANOVA) was used 
to compare mean values among the three 
reconstruction techniques. When the vari-
ables were non-normally distributed, the 
Kruskal-Wallis test was used to compare 
median values among the three recon-
struction techniques. If significant differ-
ences were observed among the groups, 
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Table 2. Diagnoses of cardiovascular abnormalities in 20 patients

Parameter Value

Age (days) 100±110 

Sex (male / female) 12 / 8

Body weight (kg) 3.9±1.8 

Heart rate (beats per minute) 129±14 

Cardiovascular malformations 

Atrial septal defect/patent foramen ovale 8 (16)

Ventricular septal defect 7 (14)

Patent ductus arteriosus 7 (14)

Coarctation of the aorta/hypoplastic aortic arch 4 (8)

Right aortic arch 4 (8)

Pulmonary atresia 4 (8)

Atrioventricular septal defect 3 (6)

Persistent left superior vena cava 3 (6)

Tetralogy of Fallot 2 (4)

Truncus arteriosus communis 2 (4)

Congenitally corrected TGA 1 (2)

Anomalous origin of pulmonary artery 1 (2)

Pulmonary vein stenosis 1 (2)

Double outlet right ventricle 1 (2)

Aortic valve prolapse 1 (2)

Cor triatriatum 1 (2)

Coronary anomalies 1 (2)

Total 49

Continuous variable values are represented as mean±SD. Discrete variable values are represented as n (% of total). 
TGA, transposition of the great arteries. 
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pairwise comparisons were conducted 
with the Steel-Dwass test. A Bonferroni 
correction was applied for multiple com-
parisons. The Mann-Whitney U test was 
used to compare two groups. We analyzed 
the ordinal data using nonparametric tests 
(the Mann-Whitney U test for two variables 
and the Kruskal-Wallis and the Steel-Dwass 
tests for multiple comparisons). Two-sided 
P values of less than 0.05 were considered 
statistically significant. Study sample sizes 
required to detect a significant difference in 
CNR among FBP, HIR, and MBIR, and a radia-
tion exposure of 1.0 mGy between HIR and 
MBIR were calculated with a power of 0.8 
and an error of 0.05. The required sample 
sizes were 9 and 34, respectively.

Results
Effect of iterative reconstruction on image 
quality using a single raw data set (IR test)

Diagnoses of cardiovascular anomalies in 
20 cases are shown in Table 2.

Quantitative image quality
The mean CT image noise of all struc-

tures for FBP, HIR, and MBIR images was 
37.7±9.5, 27.5±5.0, and 23.5±4.4 HU, re-
spectively. Statistically significant differ-
ences were observed for all comparison as-
sortments among the three reconstructions 
(p  <  0.001) (Supplementary Table S1). No 
significant differences were observed in CT 
attenuation values among the three recon-

structions at any structures (Supplementary 
Table S2). The CNR of MBIR was significantly 
higher than those of FBP and HIR at every 
evaluated structure (p < 0.01; Table 3).

Qualitative image quality
Results are shown in Table 4 and Fig. 1. 

The visual quantitative scores were signifi-
cantly better for MBIR than the other recon-
structions (p < 0.01), and the scores for the 
HIR images were significantly better than 
those for FBP (p < 0.01). 

Radiation dose comparison between 
two image series using distinct iterative 
reconstructions (RD test)

No significant differences were observed 
in the clinical parameters (age, sex, body 
weight, and heart rate) between the HIR 
and MBIR groups. Diagnoses of cardiovas-
cular deformities in the HIR group and MBIR 
group are shown in Table 5.

Quantitative image quality
Image noise and attenuation values of 

HIR and MBIR groups are shown in Supple-
mentary Tables S3 and S4. The mean CNR 
values of the HIR and the MBIR group im-
ages were 8.4±2.4 and 8.3±2.4, respectively 
(Table 6). No significant difference was ob-
served between the two groups (p = 0.96).

Quantitative image quality
No significant differences were observed 

in the visual scores between the two groups 
(Table 7).

Radiation dose
The mean dose-length product was 

37.3±17.6 mGy·cm in the HIR group and 
22.5±11.5 mGy·cm in the MBIR group. The 
mean estimated effective dose was 1.1±0.3 
mSv in the HIR group and 0.7±0.2 mSv 
in the MBIR group (p  <  0.001) (Fig. 2). The 
mean SSDE was 3.9±1.5 mGy in the HIR 
group and 2.8±1.5 mGy in the MBIR group 
(p < 0.05) (Fig. 2). Radiation doses were sig-
nificantly smaller in the MBIR group than 
in the HIR group. Representative cases are 
shown in Figs. 3 and 4.

Discussion
In this study, we compared quantitative 

and qualitative image quality among three 
reconstruction techniques. The major find-
ings of our study are: 1) the image quality 
of MBIR was significantly better than that 
of FBP and HIR; and 2) MBIR reduced radia-

Table 3. Comparison of contrast-to-noise ratios in the IR test

FBP HIR MBIR p

Ascending aorta 5.1±1.4 7.6±1.6 9.3±2.0 <0.0001*

Descending aorta 4.9±1.5 7.2±1.8 9.1±3.1 <0.0001*

Superior vena cava 4.2±1.1 5.9±1.4 6.7±1.6 <0.0001*

Inferior vena cava 4.1±1.3 5.7±1.6 7.0±2.1 <0.0001*

Pulmonary artery 4.9±1.3 7.5±1.9 9.3±2.5 <0.0001*

Pulmonary vein 4.6±1.5 6.7±1.7 8.3±2.2 <0.0001*

Right atrium 4.8±1.2 6.9±1.4 7.9±1.7 <0.0001*

Right ventricle 5.2±1.5 7.6±1.9 9.0±2.4 <0.0001*

Left atrium 4.9±1.7 7.4±1.9 8.9±2.4 <0.0001*

Left ventricle 5.0±1.5 7.5±2.1 8.8±2.7 <0.0001*

All locations 4.8±1.3 6.9±1.4 8.2±1.7 <0.0001*

Data are represented as mean±SD. 
FBP, filtered back-projection; HIR, hybrid iterative reconstruction; MBIR, model-based iterative reconstruction.
*Significant differences for all comparison combinations among the three methods. 

Table 4. Comparison of the quality of the images in the IR test

FBP HIR MBIR p

Ascending aorta 3.3±0.5 3.7±0.6 4.4±0.6 <0.0001*

Descending aorta 2.9±0.4 3.6±0.6 4.3±0.7 <0.0001*

Superior vena cava 3.0±0.5 3.6±0.7 4.2±0.8 0.0008*

Inferior vena cava 2.9±0.6 3.6±0.6 4.2±0.7 0.0004*

Pulmonary artery 3.3±0.6 3.7±0.7 4.5±0.5 <0.0001*

Pulmonary vein 3.0±0.6 3.7±0.6 4.4±0.7 0.0002*

Right atrium 3.2±0.6 3.6±0.6 4.3±0.5 0.0002*

Right ventricle 3.2±0.5 3.7±0.6 4.3±0.6 0.0001*

Left atrium 3.1±0.5 3.7±0.6 4.2±0.6 <0.0001*

Left ventricle 3.1±0.5 3.7±0.6 4.2±0.7 0.0003*

All locations 3.1±0.4 3.6±0.5 4.3±0.5 <0.0001*

Data are represented as mean±SD. 
FBP, filtered back-projection; HIR, hybrid iterative reconstruction; MBIR, model-based iterative reconstruction.
*Significant differences for all comparison combinations among the three methods. 



tion exposure while maintaining the image 
quality when compared to HIR. 

Conventional invasive cardiac angiog-
raphy has been a recognized reference 
standard in the assessment of complex 
CHD, but cardiac catheterization of infants, 
especially those with complex CHD, can be 
difficult due to the small body size of the 
patients and their inability to cooperate. 
In addition, conventional cardiac angiog-
raphy is an invasive method and has an 
approximately 0.1%–0.3% intraoperative 
mortality rate (19, 20), as well as the po-
tential for a high radiation dose (21). The 
mean effective dose of pediatric cardiac 
catheterization to diagnose CHD has been 
reported to be approximately 13 mSv (18, 
22), while the results of our study show 
that the mean radiation dose using MBIR 
was just 0.7 mSv. Thus, the MBIR algorithm 
can be applied with reasonable radiation 
doses. In accordance with the “ALARA” 
principle, radiologists must minimize ra-
diation exposure as much as is reasonably 
achievable.

CT is effective in demonstrating extra-
cardiac findings, such as pulmonary artery 
anatomy and significant aortopulmonary 
collateral vessels, and is also useful for 
accurate depiction of thoracic aorta and 
pulmonary veins and their structural rela-
tionships (3, 4). CT provides important com-
plimentary information to transthoracic 
echocardiography. 

The advantage of a wide array detec-
tor is greater z-axis coverage, as it enables 
a 16 cm coverage volume scan in a single 
rotation. This reduced the helical scan time 
and resulted in the reduction of radiation 
exposure. Moreover, short scan times help 
to obtain more static images, especially 
for infants too young to stop their motion 
intentionally. In addition, the use of MBIR 
further improved the image quality as com-
pared to FBP and HIR. These findings are 
in line with those of previous studies that 
prove the utility of wide array detector CT 
or MBIR (3, 5, 10, 11, 13). In this study, we 
also demonstrated the clinical utility of the 
combination of wide array detector CT and 
MBIR in infants with CHD.

As previously mentioned, our results 
show that MBIR reduces radiation exposure 
while maintaining image quality during 
the evaluation of complex CHD using 320-
row CTA. This is of practical importance, as 
ECG-triggered free-breathing 320-row CTA 
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Table 5. Diagnoses of cardiovascular abnormalities in HIR and MBIR groups

HIR (n=25) MBIR (n=25)

Age (days) 146±187 133±160

Sex (male/female) 11/14 15/10

Body weight (kg) 4.3±2.7 4.2±2.1

Heart rate (beats per minute) 133±15 130±15

Cardiovascular malformations

Atrial septal defect/patent foramen ovale 10 10

Ventricular septal defect 9 7

Patent ductus arteriosus 8 8

Pulmonary atresia/stenosis 7 3

Coarctation of the aorta / hypoplastic aortic arch 4 5

Right aortic arch 6 3

Atrioventricular septal defect 3 5

Total anomalous pulmonary venous return 2 4

Pulmonary vein stenosis 4 2

Persistent left superior vena cava 4 1

Tetralogy of Fallot 2 2

Single ventricle 2 1

Anomalous origin of pulmonary artery 2 1

Congenitally corrected TGA 2 1

Mitral stenosis/atresia 2 1

Partially anomalous pulmonary venous return 1 1

Double outlet right ventricle 1 1

Coronary anomalies 1 1

Aortic valve prolapse 0 2

Cor triatriatum 0 1

Interrupted aortic arch 1 0

Truncus arteriosus communis 1 0

Total 72 60

HIR, hybrid iterative reconstruction; MBIR, model-based iterative reconstruction; TGA, transposition of the great arteries.

Table 6. Comparison of contrast-to-noise ratios in the RD test

HIR MBIR p

Ascending aorta 8.8±2.3 9.1±2.6 0.70

Descending aorta 8.7±3.0 8.9±3.4 0.82

Superior vena cava 8.0±2.3 7.6±2.3 0.27

Inferior vena cava 7.2±2.6 7.6±2.6 0.64

Pulmonary artery 8.5±2.6 9.1±2.9 0.44

Pulmonary vein 8.8±3.1 8.5±3.2 0.68

Right atrium 8.1±2.6 8.1±2.5 0.78

Right ventricle 9.2±3.1 8.9±2.9 0.62

Left atrium 8.6±2.8 8.5±2.9 0.85

Left ventricle 9.0±2.9 8.5±2.7 0.59

All locations 8.4±2.4 8.3±2.4 0.96

Data are represented as mean±SD. 
RD, radiation dose; HIR, hybrid iterative reconstruction; MBIR, model-based iterative reconstruction.
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with MBIR contributes to the reduction of 
radiation exposure without hampering the 
diagnostic image qualities in infants who 
would otherwise undergo diagnostic and 
repeated follow-up CT scans. While the 
noise reduction technique is essential for 
good image quality, it is sometimes associ-
ated with a loss of spatial resolution. How-
ever, MBIR has been shown to reduce image 
noise while maintaining the spatial resolu-
tion (10). This is crucial for the evaluation of 
small structures in infants. Taken together, 
our results and those of previous studies 
suggest that using the MBIR algorithm is 
a good option for image reconstruction in 
neonatal patients.

Cardiac magnetic resonance imaging 
(MRI) is an established diagnostic tool for 
the evaluation of cardiac anatomy and 
function. It might be an alternative to car-
diac catheterization as well, which is not 
associated with any radiation exposure at 
all. However, cardiac MRI in neonates re-
quires relatively long scan times and gen-
eral anesthesia with intubation. In addition, 
high heart rates in neonates pose technical 
challenges. MRI with anesthesia is generally 
safe; however, there is a high risk of adverse 
anesthetic events with MRI in hospitalized 
and neonatal patients. The relative risk 
of an adverse event during cardiac MRI if 
performed with anesthesia is 3.9 (23–25). 
Furthermore, repeated or prolonged use 
of general anesthetics or sedatives during 
early childhood could be associated with 
negative effects on the developing brain 
(26–29). The short imaging time of CT could 
therefore be clinically useful.

Table 7. Comparison of the quality of the images in the RD test

HIR MBIR p

Ascending aorta 4.5±0.5 4.5±0.6 0.99

Descending aorta 4.3±0.7 4.3±0.8 0.95

Superior vena cava 4.2±0.6 4.2±0.8 0.93

Inferior vena cava 4.1±0.6 4.1±0.7 0.98

Pulmonary artery 4.4±0.7 4.6±0.5 0.52

Pulmonary vein 4.2±0.7 4.4±0.7 0.37

Right atrium 4.4±0.5 4.3±0.5 0.56

Right ventricle 4.4±0.6 4.4±0.6 0.88

Left atrium 4.4±0.6 4.3±0.7 0.74

Left ventricle 4.4±0.6 4.2±0.7 0.23

All locations 4.3±0.5 4.3±0.6 0.88

Data are represented as mean±SD. 
RD, radiation dose; HIR, hybrid iterative reconstruction; MBIR, model-based iterative reconstruction.

Figure 3. a, b. Images of infants with coarctation of the aorta. Oblique sagittal images of a 10-day-old 
boy in the HIR group (a) and a 2-month-old boy in the MBIR group (b). Contrast-to-noise ratio (CNR) 
was slightly higher in HIR than MBIR (HIR 16.0 vs. MBIR 12.5); however, radiation dose in MBIR was 
smaller than that in HIR (effective radiation dose : HIR 0.92 mSv vs. MBIR 0.55 mSv; size-specific dose 
estimate, HIR 2.45 mGy vs. MBIR 1.61 mGy). 

a b

Figure 1. Comparison of qualitative image qualities. 
Bar plots show the mean and the standard error of the 
mean for filtered back-projection (FBP), hybrid iterative 
reconstruction (HIR), and model-based iterative 
reconstruction (MBIR). Image quality was significantly 
different among the three reconstruction methods.
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Figure 2. a, b. Comparison of radiation exposures. Bar plots show the mean and the standard error of the 
mean, HIR, and MBIR. The mean effective dose was significantly lower for MBIR than for HIR in both effective 
radiation dose (a) and size-specific dose estimation (b).
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This study has several limitations that 
should be acknowledged. First, the size 
of our study population was rather small; 
further studies with larger cohorts are re-
quired in the future. Second, we used a 
combination of prospectively ECG-gated 
scans and a low tube voltage. Also, we ap-
plied novel iterative reconstruction in order 
to decrease the radiation dose. However, 
the radiation dose in the present study was 
still higher than that reported by previous 
studies using 320-row CT or dual source CT 
(4, 13). The wide craniocaudal-directional 
coverage used in the current study may ac-
count for these discrepancies. In addition, 
the patients with complex CHD also had a 
high prevalence of extracardiac malforma-
tions, such as tracheal anomalies, thymus 
deficiencies, and isomerism. Thus, assessing 
these extracardiac abnormalities are essen-
tial for the clinical management of complex 
CHD. Another possibility for these discrep-
ancies is the setting of image noise while 
scanning. Recently, Shirota et al. (11) report-
ed the utility of a predetermined level of im-
age noise set at an SD of 40. This could re-
duce over 50% of radiation exposure when 
compared with the SD 20 setting, although 
the corresponding image quality obtained 
must be checked. Finally, because of the 
retrospective nature of this study, there are 
limitations of bias inherent to the study de-
sign. Additionally, the results cannot be ex-
trapolated to other populations with CHD 
(e.g., older children or simple CHD).

In conclusion, implementing a novel MBIR al-
gorithm reduced the radiation exposure while 
maintaining the image quality, in free-breath-

ing and prospectively ECG-triggered 320-row 
CTA of infants with complex CHD.
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Supplementary Table S1. Comparison of image noise in the IR test (n=20)

FBP HIR MBIR p

Ascending aorta 35.2±12.4 24.9±5.7 20.2±4.1 <0.0001*

Descending aorta 36.4±12.5 26.2±6.6 20.9±5.4 <0.0001*

Superior vena cava 46.8±12.1 37.4±11.7 35.2±14.2 0.0028*

Inferior vena cava 36.0±13.0 27.6±9.4 22.2±8.9 <0.0001*

Pulmonary artery 37.9±11.2 25.7±5.6 21.0±4.6 <0.0001*

Pulmonary vein 40.7±13.6 29.6±9.8 24.1±8.1 0.0002*

Right atrium 36.5±13.5 27.6±9.6 25.3±11.7 <0.0001*

Right ventricle 33.8±8.0 24.9±3.2 21.7±3.7 <0.0001*

Left atrium 36.9±9.3 25.3±3.4 21.1±2.6 <0.0001*

Left ventricle 36.4±8.9 26.2±4.5 23.2±5.1 <0.0001*

All locations 37.7±9.5 27.5±5.0 23.5±4.4 <0.0001*

Data are presented as mean ± standard deviation. IR, iterative reconstruction; FBP, filtered back-projection; HIR, hybrid iterative reconstruction; MBIR, model-based iterative reconstruction.
*Significant differences for all comparison combinations among the three methods. 

Supplementary Table S2. Comparison of attenuation values in the IR test (n=20)

FBP HIR MBIR p

Ascending aorta 319.8±56.0 319.7±56.0 321.4±57.8 0.99

Descending aorta 312.0±61.9 311.7±60.7 314.7±64.0 0.98

Superior vena cava 316.1±68.8 317.9±71.1 319.1±72.3 0.97

Inferior vena cava 274.5±92.8 273.9±90.5 270.5±85.9 0.99

Pulmonary artery 316.6±53.9 316.0±54.1 319.2±56.1 0.99

Pulmonary vein 306.6±54.1 305.0±52.9 309.6±57.1 0.93

Right atrium 310.7±66.6 310.6±66.4 309.7±65.2 0.99

Right ventricle 317.7±61.5 317.5±62.0 321.9±62.3 0.92

Left atrium 313.1±64.4 312.8±64.5 312.6±65.3 0.99

Left ventricle 318.1±66.5 317.9±66.7 321.5±65.7 0.94

All locations 310.5±59.1 310.3±59.0 312.0±59.3 0.97

Data are presented as mean ± standard deviation. IR, iterative reconstruction; FBP, filtered back-projection; HIR, hybrid iterative reconstruction; MBIR, model-based iterative 
reconstruction.

Supplementary Table S3. Comparison of image noise in the RD test

HIR (n=25) MBIR (n=25) p

Ascending aorta 21.8±4.3 19.3±3.8 0.04*

Descending aorta 22.4±5.5 20.8±5.4 0.29

Superior vena cava 25.3±7.7 26.2±6.8 0.53

Inferior vena cava 24.2±5.5 20.1±8.3 0.005*

Pulmonary artery 22.2±4.1 20.3±5.0 0.18

Pulmonary vein 21.7±4.4 21.4±8.0 0.14

Right atrium 24.1±3.0 23.4±11.4 0.10

Right ventricle 20.5±4.0 21.0±3.7 0.70

Left atrium 22.4±3.3 20.9±2.6 0.11

Left ventricle 21.3±3.2 22.3±5.1 0.38

All locations 22.4±2.5 21.6±3.8 0.07

Data are the mean ± standard deviation. RD, radiation dose; HIR, hybrid iterative reconstruction; MBIR, model-based iterative reconstruction.
*Significant difference between the two methods.
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Supplementary Table S4. Comparison of attenuation values in the RD test

HIR (n=25) MBIR (n=25) p

Ascending aorta 316.5±76.2 309.8±77.7 0.79

Descending aorta 313.4±77.6 306.9±83.8 0.80

Superior vena cava 310.1±69.5 306.0±71.8 0.83

Inferior vena cava 286.6±78.3 271.5±90.5 0.43

Pulmonary artery 306.4±76.6 309.1±78.9 0.92

Pulmonary vein 311.0±78.2 300.3±77.8 0.89

Right atrium 308.5±75.9 302.6±78.6 0.88

Right ventricle 312.6±78.1 312.0±78.7 0.97

Left atrium 312.0±77.8 300.8±80.6 0.61

Left ventricle 315.6±79.6 310.0±79.2 0.79

All locations 308.0±74.5 302.9±74.9 0.83

Data are the mean ± standard deviation. RD, radiation dose; HIR, hybrid iterative reconstruction; MBIR, model-based iterative reconstruction.


