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Subcarinal ventilation-assisted Y-shaped stent insertion under local 
anesthesia for patients with complex tracheobronchial stenosis: 
initial clinical experience

Yu-Fei Fu, Ning Wei, Ke Zhang, Hao Xu 

INTERVENTIONAL RADIOLOGY 
TECHNICAL NOTE

PURPOSE 
We aimed to report our preliminary results of subcarinal 
ventilation-assisted Y-shaped stent insertion under local anes-
thesia for patients with complex lower tracheal-carinal-main 
bronchial complex stenosis. 

MATERIALS AND METHODS
Seven consecutive patients with lower tracheal-carinal-main 
bronchial complex stenosis underwent Y-shaped stent inser-
tion under local anesthesia. During the procedure, subcarinal 
ventilation was performed using a 4 F angiographic catheter, 
and stent insertion was performed under the protection of 
ventilation. Data on technical success, clinical outcome, and 
follow-up were collected and analyzed. 

RESULTS
Subcarinal ventilation-assisted Y-shaped stent insertion un-
der local anesthesia was technically successful in all patients 
without any major procedure-related complications. Seven 
stents were inserted in seven patients. Respiratory function 
improved in all patients, with the Hugh-Jones classification of 
respiratory status improving from grade IV–V before stenting 
to grade I–II after stenting. During the follow-up, one patient 
experienced re-stenosis of the stent. Average survival time 
was 185.7 days (range, 96–285 days) after the stenting pro-
cedure. 

CONCLUSION
Subcarinal ventilation-assisted Y-shaped stent insertion under 
local anesthesia can be an effective, simple, and safe method 
for lower tracheal-carinal-main bronchial complex stenosis.

A irway stenosis is usually caused by local primary lung cancer, 
esophageal cancer, or some other mediastinal tumors. Airway 
stent insertion is an effective and widely used method to man-

age this condition (1, 2). However, as the stent introducer sheath or 
bronchoscopy can aggravate hypoxia, asphyxia is the most serious pro-
cedure-related complication during airway stenting or interventional 
bronchoscopy. The incidence of asphyxia was reported in 1.5%–14.3% 
of cases undergoing airway stent insertion (2−4). 

To overcome this complication, Dolan et al. (5) used a thin ventilation 
catheter to support tracheobronchial stent insertion for three patients 
with tracheobronchial stenosis. Before stent insertion, the distal tip of 
the ventilation catheter was placed across the stenosis for ventilation, 
and then the stent insertion was performed under the protection of ven-
tilation. However, there is no similar technique used for placement of 
Y-shaped airway stent. In this study, we reported our initial clinical ex-
perience of subcarinal ventilation-assisted Y-shaped stent insertion un-
der local anesthesia for seven patients with lower tracheal-carinal-main 
bronchial complex stenosis. 

Materials and methods
Patients

Our Institutional Review Board approved this study, and informed 
consent was obtained from each patient. From May 2010 to June 2013, 
seven consecutive patients (five males and two females; age range, 56–75 
years; mean age, 64.6 years) with lower tracheal-carinal-main bronchial 
complex stenosis were hospitalized. Patient characteristics are shown in 
Table 1. The cause of the airway stenosis was lung cancer in six patients 
and esophageal cancer in one patient. All patients presented with pro-
gressive dyspnea, stridor, and cough. Arterial oxygen saturation (SaO2) 
was less than 90% in all patients, even with the administration of high-
flow oxygen.

Diagnosis of airway stenosis was established by patient history and 
thoracic multislice spiral computed tomography (MSCT) findings. Bron-
choscopic examination was not performed due to serious dyspnea. Di-
mensions of the stenotic site were measured using thoracic MSCT and 
three-dimensional airway reconstruction (Fig. 1). 

Ventilation catheter
Ventilation catheter (Fig. 2) was a 4 F angled-tip catheter (Angiograph-

ic catheter; Cordis, Warren, New Jersey, USA). The angle of the catheter 
tip was 135°, which complied with the angle between the trachea and 
the main bronchus.
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Y-shaped stents
The size and type of the stents were 

chosen according to the results of tho-
racic MSCT and three-dimensional 
airway reconstruction. All stents were 
Y-shaped (Y-shaped integrated self-ex-
panding nickel-titanium alloy airway 
stent; Micro-Tech, Nanjing, China). 
The stent body was 18–24 mm in di-
ameter and 30–40 mm in length; the 
bronchial branches were 11–14 mm in 
diameter and 10–30 mm in length. 

Placement of the ventilation catheters
All procedures were performed by in-

terventional radiologists under fluoro-
scopic guidance with local pharyngeal 
anesthesia. Blood pressure, heart rate, 
SaO2, and respiratory rate were moni-
tored throughout the procedure. The 
patient was placed in the right anteri-
or oblique or supine position, catheter 
was inserted into the trachea via a nor-
mal guidewire (0.035-inch guidewire; 
Terumo, Tokyo, Japan) from the nasal 

cavity, and then the distal tip of the 
catheter was sent across the stenotic 
site into the unrestricted main bron-
chus or the less constricted of the two 
main bronchi. The proximal tip of the 
catheter was linked to the oxygen tube. 
The oxygen flow was set at 2−3 L/min 
according to the patient’s condition. 

Placement of the airway stents
Stent insertion was performed un-

der oxygen supplement. A regular 
guidewire and another 4 F angled- 
tip catheter were inserted into one 
of the main bronchi, and the regular 
guidewire was exchanged with a stiff 
guidewire (0.035-inch stiff guidewire; 
Terumo). Then another stiff guidewire 
was placed into another main bron-
chus using the same method. A 27 F 
stent introducer sheath was passed 
over the two guidewires into the tra-
cheal carina, and finally the stent was 
released over the ventilation catheter. 
Y-shaped stent deployment procedure 
was described elsewhere (6). After 
Y-shaped stent deployment, the venti-
lation catheter was smoothly removed 
(Fig 3). 

All patients underwent three-dimen-
sional C-arm conebeam computed 
tomography (CT) immediately after 
the procedure to ensure accurate stent 
placement. 

Clinical assessment 
All patients were observed three days 

after the procedure to evaluate respira-
tory function. The effect of stent place-
ment was evaluated by Hugh-Jones 
(HJ) classification (1) and SaO2. All pa-
tients underwent thoracic MSCT three 
days after the procedure to evaluate 
the patency of the stent. 

Technical success was defined as 
exact placement of the stent without 
any major procedure-related complica-
tions. Clinical success was defined as 
improvement of HJ classification by at 
least one grade within three days after 
the procedure. Major and minor com-
plications were defined according to 
the Society of Interventional Radiolo-
gy classification (7). 

The patients underwent thorac-
ic MSCT one month after the pro-
cedure, and every 2–3 months from 
then on, to evaluate the long-term ef-
ficacy of stenting and the presence of 

Figure 1. Preoperative oblique coronal reformatted image of the airways shows complex lower 
tracheal-carinal-right main bronchial stenosis.
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stent-related complications. Patients’ 
condition was followed by monthly 
interviews with the patients or their 
families. Patients were instructed to 
come to the hospital whenever they 
felt uncomfortable.

Results
Subcarinal ventilation-assisted Y-sha- 

ped stent insertion under local anes-
thesia was technically successful and 
well-tolerated in all patients. Total 
procedure time (from placement of 
the ventilation catheter to its removal, 
following the stent release) was 14–23 
min (mean, 17.7 min). Duration of 
oxygen supplementation during the 
procedure was 11–21 min (mean, 15.3 
min). Although one patient experi-

enced mild hemoptysis, all patients 
were able to cooperate with us until 
the end of the procedure. After oxygen 
supplementation, the patients’ SaO2 

value rapidly increased to 94%−97% 
(mean, 95.4%). When we passed the 
stent introducer sheath through the 
stenotic site and deployed the stent, 
SaO2 values did not change obviously 
in any patient. No stent migrated af-
ter removal of the ventilation catheter, 
and C-arm conebeam CT confirmed 
full expansion and correct placement 
of all stents.

Seven stents were placed in seven 
patients. Clinical success was achieved 
in 100% of our patients. The HJ clas-
sification grade improved from IV-V 
before stenting to I-II after stenting; 
SaO2 increased from 79%−86% before 
stenting to 94%–96% after stenting. 
Thoracic MSCT obtained three days 
after the procedure confirmed patency 
of all stents (Fig. 4).

During 4−10 months (mean, 6.7 
months) of follow-up, one patient ex-
perienced re-stenosis of the stent 75 
days after the procedure (Table 2). This 
patient was managed by Gamma knife 
surgery. Survival time after stenting 
was 96−285 days (mean, 185.7 days). 
Patients expired due to tumor progres-
sion (n=5) and pulmonary infection 
(n=2).

Discussion
This study evaluated the feasibili-

ty of subcarinal ventilation-assisted 
Y-shaped stent insertion under local 
anesthesia for patients with lower tra-
cheal-carinal-main bronchial complex 
stenosis. Our preliminary results were 
positive. The stents were successfully 

placed without major procedure-relat-
ed complications and symptomatic ef-
ficacy was achieved in all patients. All 
of our patients were able to cooperate 
with us to finish the procedure.

In the past, the most commonly used 
Y-shaped stent was the silicone Dumon 
stent (6). However, placement of sili-
cone Dumon stent requires rigid bron-
choscopy and preliminary dilation. 
Yang et al. (6) designed a system spe-
cialized for delivery and deployment 
of self-expandable, metallic, inverted 
Y-stent, which simplified the proce-
dure of Y-shaped stent placement. The 
stents used in this study were also of 
this type. However, the diameter of 
the Y-shaped stent introducer sheath 
is 27 F (9 mm), which is much larger 
than that of the 14 F tracheal stent in-
troducer sheath (1, 6). Therefore, the 
incidence of procedure-related asphyx-
ia may be higher with Y-shaped stent 
insertion.

Although Yang et al. (8) successfully 
placed the self-expandable, metallic, 
inverted Y-shaped stent under fluoros-
copy and general anesthesia in three 
patients, there are some disadvantages: 
Distal tip of the tracheal tube is above 
the stenotic site, and thus, insufficient 
amounts of oxygen is sent to alveolus. 
Moreover, the 27 F stent introducer 
sheath cannot pass the tracheal tube 
(8), and thus, the tracheal tube should 
be removed before the stent insertion, 
which can also result in procedure-re-
lated asphyxia.

An effective ventilation model for 
patients with airway stenosis is sub-ste-
notic ventilation (5). In this study, our 
patients had airway stenosis involving 
the carina, and thus, the distal tip of 

Figure 2. A 4 F angled tip catheter was used as 
the ventilation catheter.

Table 1. Patient characteristics 

    Stent size (mm×mm)                    Hugh-Jones grade  Arterial oxygen saturation (%)

No. Age/gender Disease Trachea LB RB Before After Before Procedure After

1 56/M LC 18×40 12×20 12×30 V II 83 95 96

2 65/F LC 22×40 13×10 13×25 IV I 79 96 95

3 66/M EC 18×50 11×20 11×30 IV I 86 97 94

4 75/M LC 18×40 12×20 12×30 V II 79 97 95

5 64/F LC 24×30 14×15 14×25 IV II 81 96 94

6 67/M LC 20×50 14×30 14×20 V I 80 94 94

7 59/M LC 22×50 12×30 12×20 IV I 84 97 95

LB, left bronchus; RB, right bronchus; M, male; LC, lung cancer; F, female; EC, esophageal cancer.
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the ventilation catheter was placed 
into the main bronchus. In this ven-
tilation model, oxygen supplementa-
tion was not influenced by the stenot-

ic site. Moreover, oxygen supply was 
not influenced by the stent introducer 
sheath entering the trachea and the 
stenotic area, because oxygen supple-
mentation and airway stenting were 
performed through their respective 
paths. These advantages can effective-
ly increase patient’s tolerance to stent 
insertion procedure and prevent proce-
dure-related asphyxia. 

We deployed the Y-shaped stents 
over the ventilation catheter to en-
sure that the oxygen supply could be 
maintained during the entire proce-
dure. No stent migrated after removal 
of the catheter, and MSCT performed 
three days later confirmed the paten-
cy of all stents. This phenomenon was 
attributed to several factors: Firstly, the 
catheter wall was extremely smooth. 

Secondly, the Y-shaped stent had an 
extremely strong stability because its 
three-tier structure conformed to the 
anatomy of the carina. Thirdly, the di-
ameter of the catheter is only 4 F (1.33 
mm), and therefore, there was only 
an extremely small space between the 
stent and the airway wall, which was 
rapidly sealed after catheter removal, 
by the expansion of the stent and the 
flexibility of the airway wall.

The subcarinal ventilation may in-
crease the risk of barotrauma, because 
the dead space will be reduced and the 
alveolar volume will be enlarged (5). 
This risk can be limited by lowering 
the oxygen flow, as it can reduce ven-
tilation capacity and the resistance of 
expiration (5). To minimize the risk of 
barotrauma, we set the oxygen flow at 
a relatively low rate (2−3 L/min). In ad-
dition, the patients were managed with 
local anesthesia, thus, the ventilation 
was only needed during the procedure. 
In terms of intraoperative SaO2 values, 
we found that an oxygen flow rate of 
2−3 L/min was sufficient for a proce-
dure time of 14−23 min, with the du-
ration of ventilation being 11−21 min.

There are some limitations to this 
study. First, this was not a comparative 
study and the sample size was small. 
Second, local pharyngeal anesthesia is 
occasionally insufficient, and some pa-

Figure 3. a–c. Subcarinal ventilation-assisted Y-shaped stent insertion. Distal tip of the 4 F catheter was placed in the left main bronchus (a, 
short arrow), and two stiff guidewires were placed into two main bronchi (long arrow). The stent was deployed (b, arrow) and the catheter was 
removed. After removal of the catheter, the stent did not migrate (c). Note the metallic stent in superior vena cava (a–c, curved arrows). 

a b c

Table 2. Stent-related complications and prognosis  

 Stent-related  Treatment for
No. complication complication Cause of death Survival days

1 None None Tumor progression 285

2 None None Tumor progression 201

3 None None Pulmonary infection 102

4 None None Tumor progression 255

5 Re-stenosis Gamma knife Tumor progression 166

6 None None Tumor progression 195

7 None None Pulmonary infection 96

Figure 4. Multislice spiral computed tomography 
confirmed full expansion of the Y-shaped stent 
after removal of the ventilation catheter. Also 
note the metallic stent in superior vena cava.
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tients may experience retching, cough-
ing, or pain during the stent insertion 
procedure.

In conclusion, although further clin-
ical trials are needed, our preliminary 
results indicate that subcarinal ventila-
tion-assisted Y-shaped stent insertion 
under local anesthesia can be a simple, 
effective, and safe method for patients 
with lower tracheal-carinal-main bron-
chial complex stenosis. 

Conflict of interest disclosure

The authors declared no conflicts of interest. 

References

1. Chen G, Wang Z, Liang X, et al. Treat-
ment of cuff-related airway stenosis with 
a fully covered retrievable expandable me-
tallic stent. Clin Radiol 2013; 68:358−364. 
[CrossRef]

2. McGrath EE, Warriner D, Anderson P. The 
insertion of self-expanding metal stents 
with flexible bronchoscopy under sedation 
for malignant tracheobronchial stenosis: 
a single-center retrospective analysis. Arch 
Bronconeumol 2012; 48:43−48. [CrossRef]

3. George PJ, Garrett CP, Nixon C, Hetzel MR, 
Nanson EM, Millard FJ. Laser treatment for 
tracheobronchial tumours: local or gener-
al anaesthesia? Thorax 1987; 42:656−660. 
[CrossRef]

4. Tan BS, Watkinson AF, Dussek JE, Adam 
AN. Metallic endoprostheses for malignant 
tracheobronchial obstruction: initial expe-
rience. Cardiovasc Intervent Radiol 1996; 
19:91−96. [CrossRef]

5. Dolan AM, Moore MF. Anaesthesia for 
tracheobronchial stent insertion using an 
laryngeal mask airway and high-frequen-
cy jet ventilation. Case Rep Med 2013; 
2013:950437. 

6. Yang RM, Han XW, Wu G, Li YD, Li FB. 
Implantation of a self-expandable metal-
lic inverted Y-stent to treat tracheobron-
chial stenosis in the carinal region: ini-
tial clinical experience. Clin Radiol 2007; 
62:1223−1228. [CrossRef]

7. Leoni CJ, Potter JE, Rosen MP, et al. Clas-
sifying complications of interventional 
procedures a survey of practicing radiolo-
gists. J Vasc Interv Radiol 2001; 12:55–59. 
[CrossRef]

8. Yang ZQ, Shi HB, Zhou WZ, Leng DR, Li LS. 
Treatment of malignant central airway ob-
struction with Y-type metallic stent place-
ment under general anaesthesia. J Intervent 
Radiol 2010; 19:577−579. 

http://dx.doi.org/10.1016/j.crad.2012.08.022
http://dx.doi.org/10.1016/j.arbres.2011.09.008
http://dx.doi.org/10.1136/thx.42.9.656
http://dx.doi.org/10.1007/BF02563900
http://dx.doi.org/10.1016/j.crad.2007.06.006
http://dx.doi.org/10.1016/S1051-0443%2807%2961403-1
http://dx.doi.org/10.1016/S1051-0443%2807%2961403-1

